Vitros 5600 Syphilis TPA assay: evaluation of an automated chemiluminescence assay for detection of Treponema pallidum antibodies in a high prevalence setting.
The performance of the Syphilis TPA assay (Ortho-Clinical Diagnostics) on Vitros 5600 Integrated System was evaluated and demonstrated excellent results. Our data support the use of this assay for test confirmation in the traditional algorithm and for screening for syphilis in a routine automated laboratory setting when using the reverse algorithm.